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Purpose 

To safely clean and disinfect the BEKA Bathtub (Avero Premium Plus 190 Recumbent Bathtub 

(810143501) and Senta Pur L Combi Hygiene Lift (920101008)) 

Note within this document the term chair/lift= Senta Pur L Combi Hygiene Lift  

Background 

All bathtubs and chair/lifts must be cleaned and disinfected after each patient/resident/client 

(P/R/C) use   

All bathtubs should be non-hydrotherapy and/or have no air jets/whirlpool features due to the 

challenges with appropriate cleaning and disinfection, and Infection Prevention and Control (IP&C) 

risks associated with use 

Integrated disinfection systems have been a challenge in healthcare due to inaccurate disinfectant 

proportioning ratios, longer (unachievable) disinfectant contact times, and risk of microbial growth in 

the delivery system  

Bathtub and chair/lift equipment must be cleaned prior to disinfection   

IP&C recommends surface cleaning and disinfection with IP&C/facility approved Accelerated 

Hydrogen Peroxide (AHP), Ready To Use (RTU) products, ensuring an achievable disinfectant contact 

time (i.e., 1 minute).  

Manufacturer supports the use of AHP on the equipment 

AHP can not be used with the integrated disinfection system 

Grab bars are not routinely recommended (unless safety requires), as they are a frequently touched 

item that is challenging to clean/disinfect appropriately 

Required 

Materials 

• Signage posted that outlines the cleaning and disinfecting process  

• Personal Protective Equipment (PPE) based on risk assessment completed for the task (i.e., 

splash or spill hazard) 

• Product Safety Data Sheets (SDS) for the disinfectant product used 

• Flip top bottle of IPC/facility approved RTU AHP cleaner/disinfectant (PREVention, INTERVention) 

• AHP cleaner/disinfectant wipes  

• Lint free cleaning cloths 

• Bathtub brush (soft bristle brush) 

 

The Process: 

Step 

1 
Prepare to clean and disinfect bathtub  

1.1 
Perform a point of care risk assessment (PCRA) to determine what PPE is required.  Note: splash and/or spills 

may be anticipated during cleaning/disinfection.  

1.2 Perform hand hygiene and then assemble supplies 

https://healthproviders.sharedhealthmb.ca/files/facility-approved-disinfectants.pdf


 

   

 

Document #: 

 

 

Standard Operating 

Procedure (SOP) 

Status: v 1.0 

Revised: NEW January 23, 2026 

Owner: Shared Health 

BEKA Bathtub Cleaning and Disinfection Page 2 of 3 

1.3 Perform hand hygiene.  Don PPE (as determined by step 1.1)   

 

Step 

2 
Clean bathtub and chair/lift 

2.1 
When the client is out of the bathtub, use the drain knob to drain the bathtub water and lower chair/lift (if 

used) into bathtub  

2.2 Use the hand shower to rinse accessories and bathtub with water to remove visible soil 

2.3 

Clean/scrub all bathtub/chair/lift surfaces with a cloth and/or bathtub brush using AHP cleaner/disinfectant   

• Remove chair/lift strap. Hand wash/wipe with a soft cloth and RTU AHP cleaner/disinfectant.  Avoid 

scrubbing with abrasive tools  

• Place accessories at bottom of tub including bottom of bathtub chair/lift seat 

• Apply RTU AHP cleaner/disinfectant on all bathtub surfaces and accessories. Attention to control 

knobs and sensors on bathtub surface  

• Scrub all surfaces of the bathtub thoroughly, including handles, loose parts and accessories with a 

soft bristle brush or cloth to remove any visible soil 

2.4 

Place used cleaning cloth(s) in soiled linen bag.  

 

Inspect bathtub brush; dispose if visibly soiled or damaged and according to manufacturers instructions for 

use.  If re-use appropriate, clean/disinfect using the following steps: 

• Rinse with water.  Clean with AHP cleaner to remove dirt/debris. Then apply AHP cleaner/disinfectant 

and allow it to remain on brush until the appropriate wet contact time has been achieved.  Rinse with 

water to prepare for re-use. Hang to dry 

2.5 

Press button to start the shower on control panel  

 

Use the hand shower to rinse bathtub/chair/lift and accessories in the bottom of bathtub with fresh water to 

remove AHP cleaner/disinfectant and any remaining visible soil. Turn the accessories and rinse again, 

ensuring all items are visually clean prior to proceeding with disinfection step 3   

2.6 Close drain of bathtub 

 

Step 

3 
After cleaning move to disinfection of bathtub and chair/lift 

3.1 

Use a new cleaning cloth to apply RTU AHP cleaner/disinfectant.  Ensure all surfaces of bathtub and chair/lift 

are covered by AHP cleaner/disinfectant.   

• Wipe the chair/lift strap with RTU AHP wipe/cloth 

• Apply AHP cleaner/disinfectant on all bathtub surfaces and accessories at bottom of bathtub. Pay 

close attention to control knobs/sensors attached to bathtub surface, and any frequently touched 

areas (including the shower wand) 
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• Place used cleaning cloths in soiled linen bag.  Remove gloves and discard into garbage.  Perform hand 

hygiene.   

3.2 
Allow the AHP cleaner/disinfectant to remain on surfaces until the appropriate wet contact time has been 

achieved.   

3.5 

Don gloves.  Open drain.   Use the hand shower to rinse bathtub and accessories with fresh water  

• For those surfaces that the shower head can not rinse (e.g., keypad and hand shower), wet a new 

cloth with water and remove all traces of cleaner/disinfectant.  Surfaces can be dried with a clean 

cloth as needed.  Allow bathtub and accessory items to hang to air dry as appropriate. 

3.6 Doff PPE.  Perform hand hygiene   

 

 


